Laser cyclocoagulation.
Since its introduction in 1973 by Beckman and Sugar, cycloablation, using Nd: YAG laser energy has gained increasing attention. Nd: YAG laser energy may both be delivered in the contact and non-contact mode and the energy source may both work in the pulsed or cw mode. The physical and clinical effects of the various design principles differ. A short survey of the present state of the art is presented.